) = GeM  7i—

Governmer Azadl Ka
’ e Markelp!ace Amrit Mahotsav

fag g&ar/Bid Number: GEM/2025/B/6556183
feddics /Dated: 14-08-2025

fas c&aasr / Bid Document

9= fAawur/Bid Details

95 dc @9 & ad@/a3T /Bid End Date/Time

11-09-2025 11:00:00

e geld &1 ali@/a@# ™ /Bid Opening
Date/Time

11-09-2025 11:30:00

5 Queper duar (de @A H arl/@ @) /Bid Offer
Validity (From End Date)

180 (Days)

FAGA/TST W IAA/Ministry/State Name

Ministry Of Health And Family Welfare

faswar @ AT/Department Name

Department Of Health And Family Welfare

WIS & AT/Organisation Name

Jawaharlal Institute Of Postgraduate Medical Education And
Research (jipmer)

PRI B ATH/Office Name

Jawaharlal Institute Of Postgraduate Medical Education And
Research

&l &Ard1/Total Quantity

1

a&g 4ol /Iltem Category

Endoscopic Ultrasound (Q2)

fasX & gaaa 3itaa afffe iR (3 auf @)

/Minimum Average Annual Turnover of the
bidder (For 3 Years)

62 Lakh (s)

A 3uoT Aatar @ taa AR (I 3 asf
@)/OEM Average Turnover (Last 3 Years)

500 Lakh (s)

3/8A a1 & fow 3T ferd gHa &

ad¥/Years of Past Experience Required for
same/similar service

3 Year (s)

THATHUHS & forw 31gera & anf iR i3’ @ ge vara
#r a5 T/MSE Exemption for Years of
Experience and Turnover

No

EIE3NT F AT 3gHa & anf 3N 30’ A g vara
&1 315 & /Startup Exemption for Years of
Experience and Turnover

No

fahar & #FY AT gEAAS/Document required

from seller

Experience Criteria,Past Performance,Bidder
Turnover,Certificate (Requested in ATC),OEM Authorization
Certificate,OEM Annual Turnover,Additional Doc 1
(Requested in ATC),Additional Doc 2 (Requested in ATC)

*In case any bidder is seeking exemption from Experience /
Turnover Criteria, the supporting documents to prove his
eligibility for exemption must be uploaded for evaluation by
the buyer
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{95 faawui/Bid Details

w1 3 AfagreRl g 3ues U T gFdardsi B
fafaer 3t ser A arer W FAfdEreRt R
e §7 Hed A #/Do you want to show

documents uploaded by bidders to all
bidders participated in bid?

Yes (Documents submitted as part of a clarification or
representation during the tender/bid process will also be
displayed to other participated bidders after log in)

fdz e & gHI-H qaa & U TS FeTdA
aeArh faharsit r @&l / Minimum number of

2
bids required to disable automatic bid
extension
da$ S| / Number of days for which Bid |7
would be auto-extended
fa91a ueda /Past Performance 80 %
fas @ Rayy Nereht @b fpar/Bid to RA enabled | Yes

Ra® frers®t Aeaar A931/RA Qualification Rule

50% Lowest Priced Technically Qualified Bidders

qS IEIEG Yeh 3aTS / Comprehensive
Maintenance Charges Required

Yes

95 @1 g /Type of Bid

Two Packet Bid

dheAIhl Heiched & SRIT cichelichl TABIAIOT ¥
HJAd AT /Time allowed for Technical
Clarifications during technical evaluation

2 Days

AdreTor 3maRas (Yag Aderor arfteor &3 & @y
qd Usiighd TSI gT)/Inspection Required (By
Empanelled Inspection Authority / Agencies
pre-registered with GeM)

No

qafad s Jea /Estimated Bid Value

12500000

#Hcdiha Ugfd/Evaluation Method

Total value wise evaluation

ACITAAT @Ws/Arbitration Clause

No

Yot @s/Mediation Clause

No

$uardl faawu/EMD Detail

TsarssY da/Advisory Bank

State Bank of India

suadr IfRAYEMD Amount

625000

$diish faavoT /ePBG Detail

TsarseRl da/Advisory Bank

State Bank of India

sUefisht ufavra (%)/ePBG Percentage(%)

5.00
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SIS & 3mmaeTe 37afd (aE) /Duration of ePBG
required (Months).

38

(a). ST &7 ot &b 3gar Iénmﬁwﬁgmﬁaﬁm@aa?aﬁ%mﬁg%wumm%maamfﬁm%lm
e & I e TEG3T b forw TUT FAT3T & ToIT Far UeTar STAST F T & U & | SAATRAT Dl 3 =AMl &b ol o
e @M I3 §1/EMD EXEMPTION The bidder seeking EMD exemption, must submit the valid supporting document
for the relevant category as per GeM GTC with the bid. Under MSE category, only manufacturers for goods and
Service Providers for Services are eligible for exemption from EMD. Traders are excluded from the purview of this
Policy.

(b).3uaEr AR TUIG STATAd T, e TS I eIl &, anaeff & uay 3 gt arfgw| / EMD & Performance securityshould be
in favour of Beneficiary, wherever it is applicable.

arandt /Beneficiary :

The Director, JIPMER, Puducherry

Jawaharlal Institute of Postgraduate Medical Education and Research, Department of Health and Family Welfare,
Jawaharlal Institute of Postgraduate Medical Education and Research (JIPMER), Ministry of Health and Family
Welfare

(The Director)

fass1/Splitting
arelt fasrsa onay & fRar r/ Bid splitting not applied.

TE3NE Wi afimdar/MIl Purchase Preference

TH3TSITS THIE adigdr/MIl Purchase Preference No

THIEINES & fAv T@etar wiAwd & faaor:/Details of the Competent Authority for Mil

TETH WITAHT & =TA/Name of Competent

Authority Shri. Sher Bahadur

eI Ui &1 geaArd/Designation of Competent

Authority The Under Secretary, Procurement Policy

&1 WA o1 rater/fasmar/usrar/Office /

Department / Division of Competent Authority Procurement Policy Division, Department of Expenditure

WU 1A HE&A1/CA Approval Number No.F.4/1/2023-PPD(pt.)

HeTH Wi 3regAtee faf¥/Competent Authority
Approval Date

TeTH WAEd g7 vera i 8 Thpfa o a@fera
faaro1/Brief Description of the Approval Granted
by Competent Authority

28-06-2024

The Endoscopic ultrasound machine and its accessories are
in the Make In India exemption list (Serial No. 194,195)

Competent Authority Approval for not opting Make In India Preference : View Document

THTHS @i TAAdI/MSE Purchase Preference

TATHS @l adIdar/MSE Purchase Preference Yes
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https://bidplus.gem.gov.in/bidding/bid/downloadMseMiiDoc/8206041/1754825064.pdf

1. The minimum average annual financial turnover of the bidder during the last three years, ending on 31st
March of the previous financial year, should be as indicated above in the bid document. Documentary evidence in
the form of certified Audited Balance Sheets of relevant periods or a certificate from the Chartered Accountant /
Cost Accountant indicating the turnover details for the relevant period shall be uploaded with the bid. In case the
date of constitution / incorporation of the bidder is less than 3-year-old, the average turnover in respect of the
completed financial years after the date of constitution shall be taken into account for this criteria.

2. Experience Criteria: In respect of the filter applied for experience criteria, the Bidder or its OEM of the product
offered in the bid {themselves or through reseller(s)} should have regularly, manufactured and supplied same or
similar Category Products to any Central / State Govt Organization / PSU for number of Financial years as
indicated above in the bid document before the bid opening date. Copies of relevant contracts and delivery
acceptance certificates like CRAC to be submitted along with bid in support of having supplied some quantity
during each of the Financial year. In case of bunch bids, the category of primary product having highest value
should meet this criterion.

3. OEM Turn Over Criteria: The minimum average annual financial turnover of the OEM of the offered product
during the last three years, ending on 31st March of the previous financial year, should be as indicated in the bid
document. Documentary evidence in the form of certified Audited Balance Sheets of relevant periods or a
certificate from the Chartered Accountant / Cost Accountant indicating the turnover details for the relevant period
shall be uploaded with the bid. In case the date of constitution / incorporation of the OEM is less than 3 year old,
the average turnover in respect of the completed financial years after the date of constitution shall be taken into
account for this criteria.

4. Purchase preference will be given to MSEs having valid Udyam Registration and whose credentials are
validated online through Udyam Registration portal as defined in Public Procurement Policy for Micro and Small
Enterprises (MSEs) Order, 2012 dated 23.03.2012 issued by Ministry of Micro, Small and Medium Enterprises and
its subsequent Orders/Notifications issued by concerned Ministry. If the bidder wants to avail themselves of the
Purchase preference, the bidder must be the manufacturer / OEM of the offered product on GeM. Traders are
excluded from the purview of Public Procurement Policy for Micro and Small Enterprises and hence resellers
offering products manufactured by some other OEM are not eligible for any purchase preference. In respect of bid
for Services, the bidder must be the Service provider of the offered Service. Relevant documentary evidence in
this regard shall be uploaded along with the bid in respect of the offered product or service and Buyer will decide
eligibility for purchase preference based on documentary evidence submitted, while evaluating the bid. If L-1 is
not an MSE and MSE Seller (s) has / have quoted price within L-1+ 15% (Selected by Buyer) of margin of
purchase preference /price band defined in relevant policy, such MSE Seller shall be given opportunity to match
L-1 price and contract will be awarded for 25% (selected by Buyer) percentage of total quantity. The buyers are
advised to refer the OM No. F.1/4/2021-PPD dated 18.05.2023 OM_No.1 4 2021 PPD_dated 18.05.2023 for
compliance of Concurrent application of Public Procurement Policy for Micro and Small Enterprises Order, 2012
and Public Procurement (Preference to Make in India) Order, 2017. Benefits of MSE will be allowed only if seller is
validated on-line in GeM profile as well as validated and approved by Buyer after evaluation of documents
submitted.

5. Estimated Bid Value indicated above is being declared solely for the purpose of guidance on EMD amount and
for determining the Eligibility Criteria related to Turn Over, Past Performance and Project / Past Experience etc.
This has no relevance or bearing on the price to be quoted by the bidders and is also not going to have any
impact on bid participation. Also this is not going to be used as a criteria in determining reasonableness of
quoted prices which would be determined by the buyer based on its own assessment of reasonableness and
based on competitive prices received in Bid / RA process.

6. Past Performance: The Bidder or its OEM {themselves or through re-seller(s)} should have supplied same or
similar Category Products for 80% of bid quantity, in at least one of the last three Financial years before the bid
opening date to any Central / State Govt Organization / PSU. Copies of relevant contracts (proving supply of
cumulative order quantity in any one financial year) to be submitted along with bid in support of quantity
supplied in the relevant Financial year. In case of bunch bids, the category related to primary product having
highest bid value should meet this criterion.

7. Reverse Auction would be conducted amongst first 50% of the technically qualified bidders arranged in the
order of prices from lowest to highest. Number of sellers eligible for participating in RA would be rounded off to
next higher integer value if number of technically qualified bidders is odd (e.qg. if 7 bids are technically qualified,
then RA will be conducted amongst L-1 to L-4). In case number of technically qualified bidders are 2 or 3, RA will
be between all without any elimination. If Buyer has chosen to split the bid amongst N sellers, then minimum N
sellers would be taken to RA round. In case Primary products of only one OEM are left in contention for
participation in RA based on lowest 50% bidders qualifying for RA, the number of sellers qualifying for RA would
be increased to get at least products of one more OEM (directly participated or through its reseller) if available.
Further, if bid(s) of any seller(s) eligible for MSE preference is / are coming within price band of 15% of Non MSE
L-1 or if bid of any seller(s) eligible for Make in India preference is / are coming within price band of 20% of non
MIl L-1, then such MSE / Make in India seller shall also be allowed to participate in the RA process.
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THd 7 3uas fhr S fr 3maawdar /Excel Upload Required :

Mandatory cost break-up list - 1755107322.xlIsx

Endoscopic Ultrasound ( 1 pieces )

dmetidhr fafRfPAr /Technical Specifications

* S el fAfAf® & 33/ As per GeM Category Specification

faau1/Specification

AR & areT /Specification
Name

95 & faw 3maRas 31gAd Ie7 /Bid Requirement

(Allowed Values)

GENERAL Product Description Endoscopic ultrasound
Ultrasonic Linear
Gastrovideoscope provided

ULTRASONIC Instrument channel Diameter 3.7mm or more

GASTROVIDEOSCOP || (mm) - (Linear)

E - LINEAR

Insertion tube outer diameter
(mm) - (Linear)

11 to 12.8 mm

Direction of View - (Linear)

40 to 60 degree or more

Field of view - (Linear)

100 to 145 degree or more

Depth of field (mm) - (Linear)

3 to 100 mm or less

Working Length (mm) - (Linear)

1200 to 1300 mm

Bending (Up Angulation) -
(Linear)

130 degree or more

Bending (Down Angulation) -
(Linear)

90 degree or more

Bending (Right and Left
Angulation each) - (Linear)

90 degree or more

EUS images with four or more
selectable frequencies -
(Linear)

5to 10 MHz or more

Electronic curved/convex linear
scanning

120 degree or more

Picture in picture Yes
(Videoendoscopic image &
Ultrasound image) - (Linear)

Lens cleaning function Yes
Colour and Power Doppler for Yes
effective confirmation of blood

flow - (Linear)

Distal end have short rigid Yes
portion for less trauma to the

patient

Videoscope have FNA (Fine Yes

Needle Aspiration) and
therapeutic capability

5/18
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faaRur/Specification

AR & T /Specification
Name

fds & faw 3maRds 31gAd I /Bid Requirement
(Allowed Values)

EUS Scope should be fully
immersible for thorough
cleaning with Cap

Yes

Ultrasound
Processor

Ultrasound processor with color
Doppler function

Yes

Processor have technique to
deliver wide ultrasound beams
for quicker US image with high
quality

Yes

Equipped with imaging for
better understanding of tissue
stiffness

Elastography with Strain Ratio

Equipped with imaging
technologies

Tissue harmonic, Compound harmonic / Line density,
Contrast Harmonic

Modes

Color Flow mode, Power Flow Mode, H-Flow mode /F-
Flow Mode, PW Mode

Support the frequency range
(System in-built or external)

5to 12 MHz or more

Functions for adjustment of
image

GAIN, Contrast, STC, Dynamic range/ Gamma Curve

Equipped with direct image Yes
storage during examination
High Definition output Yes

Cine Memory

100 frames or more

Possibility to retrieve images
for record

Through USB port

User-friendly touch panel/ high
end track ball keyboard
provided

Yes

VIDEO PROCESSOR

Video Processor should be
compatible with the EUS
Gastrovideoscope

Yes

Video processor should be
compatible with digital HD-
SDI/DVI output for HDTV
monitor and should contain
electronics for clear visibility of
near and far objects

Yes

Provision of RGB, S-video,
Composite video output
function

Yes

Equipped With high resolution
HDTV imaging capacity (1080
P)

Yes

Provision of Realtime chromo
endoscopy imaging

Yes
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faaRur/Specification

AR & T /Specification

fds & faw 3maRds 31gAd I /Bid Requirement

Name (Allowed Values)
Provision of Portable memory Yes
and USB slot for still image
recording
Provision of IRIS control and Yes
white balance
Provision of Picture in picture Yes
display and index function
ability
Provision of Electronic Zoom 2X
upto
Provision of prefreeze function || Yes
for image stabilization
MEDICAL GRADE Monitor type 2D
MONITOR
Size of monitor (in inches) 26 to 30
Resolution of monitor in 1920 x 1080 FULL HD
pixels
Aspect ratio of monitor 16:09
Type of monitor LED/backlit LED
Panel shall be anti glare Yes
Monitor shall have picture in Yes
picture facility
Provision of monitor stand Yes
Minimum number of Video 2
inputs
Minimum number of Video 2
output of monitor
Monitor should be PAL system Yes
compatible
Availability of output ports Digital
Power Supply 100 - 240 VAC 50/60 Hz
Monitor should be provided Yes
with OEM warranty support
LIGHT SOURCE Provision of Light Source In-built / Separate

Light Source Type

LED Lamp

LED Lamp

Multi

Minimum Average lamp life

5000 hours of continuous use for LED Lamp

DATA MANAGEMENT
SYSTEM

System is compact and Yes
provided with medical grade
recording device

Type of recording system 2D
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faaRur/Specification

AR & T /Specification
Name

fds & faw 3maRds 31gAd I /Bid Requirement
(Allowed Values)

Provision for digital storage of
still images, video sequences,
and audio files format available

Full HD

System is sterile, ergonomic
operation via touch screen,
camera head buttons / foot
switch

Yes

System has full featured
Graphical User Interface DICOM
capability

Yes

Provision of portable memory
and USB slot for still image
recording available

Yes

Automatic creation of standard
report possible

Yes

Minimum internal memory

1 TB, 2 TB Or higher

Data Management system Yes
should be provided with OEM
warranty support

MOBILE VIDEOCART || Mobile Video cart provided Yes
Mobile Videocart should ride on || Yes
four antistatic casters
Availability of locking brakes Yes
Monitor arm provided Yes
Number of shelves 4
Availability of handles for easy || Yes
manoeuvring
Cable channel mounted on the || Yes
left or right of the column
Mobile Videocart should be Yes
provided with OEM warranty
support

ACCESSORIES Number of Endoscopic 20
Ultrasound Aspiration needles
22G
Number of Endoscopic 20
Ultrasound Biopsy needles 19G
Number of compatible balloons |[ 10
for Linear scope
Isolation Transformer Yes
Leakage Tester 1

CERTIFICATIONS Compliance to Medical Device || Yes

Rules (MDR) 2017 as amended
till date
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faaRur/Specification

fafIf® & =17 /Specification 95 & fAT 3Mavas AT FHed /Bid Requirement

Name (Allowed Values)

Availability of valid Medical Yes
Device license for the product
issued from the competent
authority defined under Drugs
and Cosmetic Act 1940 and
Rules made there under as
amended till date

unit

Certification for manufacturing |[1S0:13485 (Latest)

Availability of Test Report for Yes
each supplied batch/product as
per Medical Device Rule (MDR)
2017 as amended till date

Submission of all necessary Yes
certifications, licenses and test
reports to the buyer at the time
of bid submission or along with
supplies as per buyer
requirement

of comprehensive warranty
is available through bidding
only, which if opted will
supersede normal warranty
in the catalogue)

Electrical Safety Compliance IEC 60601 or BIS Equivalent
Standard
WARRANTY Warranty in years (Option 3, 4, 5 Or higher (year)

e {EWid / Comprehensive Maintenance

Warranty of required product 3 Year
Comprehensive Maintenance Duration (Post

7 Year
Warranty)

*Warranty displayed under the AMC/CMC Details section will supersede the warranty displayed under the catalog

specfication

Additional Specification Parameters - Endoscopic Ultrasound ( 1 pieces )

Specification Parameter
Name

Bid Requirement (Allowed Values)

Endoscope reprocessing system
- One unit

The Endoscope reprocessing system should be from same OEM or from a
authorized OEM with FDA or its equivalent standard
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Specification Parameter

Bid Requirement (Allowed Values)
Name

The endoscope storage unit with a capacity to store at least 8 -10 units
should be provided from same OEM or from a authorized OEM with FDA or
its equivalent standard

Endoscope drying and storage
cabinet - One unit

Carbon dioxide insufflator Carbon dioxide insufflation system should be from same OEM or from a
system - One unit authorized OEM with FDA or its equivalent standard

1.Water irrigation pump system
- One unit 2. Leak tester and
water tank - one unit

Water irrigation system with foot control switch should be from same OEM or
from a authorized OEM with FDA or its equivalent standard

* Bidders offering must also comply with the additional specification parameters mentioned above.

IRID A b [T ST daARIfHT U ¢Rear (3nSHIY) & faaur / Installation Commissioning and Testing (ICT)

details for the above item:

% of Product Cost Payable on Product Delivery 70%

Min Cost Allocation for ICT as a % of product cost 30%

Number of days allowed for ICT after site readiness

S 10D
communication to seller 0 Days

WA /Ruiféar 31 gar #A/Consignees/Reporting Officer and Quantity

. R/ Raféar .
as.;r;,/s.N A /Consignee qdr/Address AT /Quantity %Fhafraili?ry/sbellvery
] Reporting/Officer
605006,Jawaharlal Institute of
Postgraduate Medical
1 Suresh Kumar Education and Research, 1 30
Dhanvantari Nagar, Puducherry

Special terms and conditions-Version:1 effective from 25-10-2024 for category Endoscopic
Ultrasound

1. 1. All Provisions of Drugs and Cosmetics Act, 1940 and Rules (including Medical Device Rule 2017)
made there under as amended till date will always be applicable. This will include all notifications
issued by Central Drugs Standard Control Organization (CDSCO), Ministry of Health & Family Welfare
(MoHFW) and Department of Pharmaceuticals (DOP), Ministry of Chemicals & Fertilizers time to time
in this regard.

2. The sellers are registered on GeM based on self declaration of valid Medical Device License, product
certification, test reports etc. However, buyers must check and validate the details at their end for
all applicable licenses and certifications e.g., validity and authenticity/genuineness of Medical
Device license, product certification, manufacturer certification/licenses, test reports etc.

3. In case of authorized resellers/distributors, it will be the legal & regulatory liability of the
manufacturer to ensure that their resellers/distributors are operating in compliance with all relevant
laws and regulations and are properly licensed to sell the manufacturer's products, including
verifying the validity and authenticity of Medical Device license held by them.

4. The price offered by the seller/bidder shall not, in any case exceed the DPCO/NPPA controlled price
or price fixed by State Government, if any. The seller must reduce the prices if there is any
reduction in DPCO/NPPA ceiling price or price fixed by State Government, if any.

5. Any other Terms and Conditions which is not included or at variance with the conditions specified in
STC/GTC, may be added by the buyer through Additional Terms and Conditions (ATC) in the bid to
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10.

11.

12.

13.

ar g0 shdr o s # fw of/Buyer Added Bid Specific Terms and Conditions

1. Experience Certificate for the supply of the same to any Govt/ PSU/ any renowned private organisation
along with Supply/ Purchase Order.

2. If the agency is registered under MSME or NSIC, then EMD exemption certificate needs to be enclosed.
Make in india specific authorisation certificate needs to be enclosed.

ensure items are procured from authentic/validated source with appropriate and applicable quality.
The above terms and conditions are in reverse order of precedence i.e. ATC shall supersede specific
STC which shall supersede General Terms and Conditions (GTC), whenever there are any conflicting
provisions.

Comprehensive warranty: Comprehensive warranty shall include preventive maintenance
including calibration as per technical/ service /operational manual of the manufacturer, service
charges and spares. During the warranty period commencing from date of the successful
completion of warranty period, Service personnel shall visit each consignee site as recommended in
the manufacturer's technical/ service /operational manual, at least once in six months. warranty
shall not be including the consumables. Further there will be 98% uptime warranty during warranty
period on 24 (hrs) X 7 (days) X 365 (days) basis, with penalty, to extend warranty period by double
the downtime period.

Service centres: Details of Service outlets in India to render services for equipment to be
furnished to buyer/consignees with complete address, telephone numbers, e mails etc at time of
making the supplies. It shall be the responsibility of seller to ensure that authorized service centres
are available to cater to the areas where supplies are made within reasonable distance from where
the service calls can be handled. Details of toll-free numbers for service call and online registration
of service requests also to be provided buyer/consignee at the time of supplies.

Source of supply: It shall be responsibility of seller to provide Documents regarding source of
equipments such as copy of Performa invoice or any other documents to establish that the products
supplied are manufactured by OEM indicated and sourced from them.

Packing and Marking: Medical equipments being very delicate and sensitive packing for the
goods should be strong and durable enough to withstand transit including transhipment (if any),
rough handling, open storage etc. without any damage, deterioration etc. .The size, weights and
volumes of the packing cases, remoteness of the final destination of the goods, availability or
otherwise of transport and handling facilities at all points during transit up to final destination,.
Quality of packing, the manner of marking within & outside the packages and provision of
accompanying documentation shall take into consideration the type of medical equipments being
supplied. The accessories shall be suitably labelled and packed. Each of the package shall be
marked on three sides with indelible paint of proper quality: indicating contract number and date,
brief description of goods including quantity, Packing list reference number, country of origin of
goods and any other relevant details.

Spare Parts: Seller shall provide materials, information etc. pertaining to spare parts
manufactured and supplied by the OEM. It shall be ensured that the required spares are available
for purchase at least for 10 years from date of supplies. In case due to any reasons the production
of the spare parts is discontinued sufficient advance notice should be given to the buyer/consignee
before such discontinuation to provide adequate time to purchase the required spare parts etc.
Further, OEM and their service centres/dealers shall carry sufficient inventories to assure ex-stock
supply of consumables and spares for the equipments so that the same are available. OEM or
reseller shall always accord most favoured client status to the buyer/consignee and shall give the
most competitive price for spares and consumables of its machines/equipments supplied.
Installation, Training, Manuals: Seller shall be responsible to carry out Installation &
commissioning, Supervision and Demonstration of the goods. They shall provide required jigs and
tools for assembly, minor civil works for the completion of the installation and Training of
Consignee's representatives for operating and maintaining the equipment and supplying required
number of operation & maintenance manual for the goods. In case the category parameters are
specifying any requirements regarding the installations, training and manuals the same shall also
be applicable.

Electrical safety checking: Sellers are required to make sure that they furnish the list of
equipments for carrying out routine and preventive maintenance to buyer/consignee .They should
make sure to periodically check the electrical safety aspects as per BIS Safety Standards or
equivalent .In case they do not have required equipment for such testing should ensure that the
equipments checked for electrical safety compliance through labs with facilities for such checking
during every preventive maintenance call.

Software: All software updates should be provided free of cost during warranty period.
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10.

11.

12.

Generic

Bidders shall quote only those products (Part of Service delivery) in the bid which are not obsolete in the
market and has at least 7 years residual market life i.e. the offered product shall not be declared end-of-
life by the OEM before this period.

Generic

Bidder financial standing: The bidder should not be under liquidation, court receivership or similar
proceedings, should not be bankrupt. Bidder to upload undertaking to this effect with bid.

Generic

Data Sheet of the product(s) offered in the bid, are to be uploaded along with the bid documents. Buyers
can match and verify the Data Sheet with the product specifications offered. In case of any unexplained
mismatch of technical parameters, the bid is liable for rejection.

Generic

Experience Criteria: The Bidder or its OEM {themselves or through reseller(s)} should have regularly,
manufactured and supplied same or similar Category Products to any Central / State Govt Organization /
PSU for 3 years before the bid opening date. Copies of relevant contracts to be submitted along with bid
in support of having supplied some quantity during each of the year. In case of bunch bids, the primary
product having highest value should meet this criterion.

Generic

Installation, Commissioning, Testing, Configuration, Training (if any - which ever is applicable as per scope
of supply) is to be carried out by OEM / OEM Certified resource or OEM authorised Reseller.

Generic

Manufacturer Authorization:Wherever Authorised Distributors/service providers are submitting the
bid, Authorisation Form /Certificate with OEM/Original Service Provider details such as name, designation,
address, e-mail Id and Phone No. required to be furnished along with the bid

Generic

OPTION CLAUSE: The Purchaser reserves the right to increase or decrease the quantity to be ordered up
to 50 percent of bid quantity at the time of placement of contract. The purchaser also reserves the right to
increase the ordered quantity up to 50% of the contracted quantity during the currency of the contract at
the contracted rates. The delivery period of quantity shall commence from the last date of original
delivery order and in cases where option clause is exercised during the extended delivery period the
additional time shall commence from the last date of extended delivery period. The additional delivery
time shall be (Increased quantity + Original quantity) x Original delivery period (in days), subject to
minimum of 30 days. If the original delivery period is less than 30 days, the additional time equals the
original delivery period. The Purchaser may extend this calculated delivery duration up to the original
delivery period while exercising the option clause. Bidders must comply with these terms.

Generic

Scope of supply includes Training: Number of employees to be trained

4
, Place for Training
JIPMER, Puducherry
and Duration of training
1

days.

Generic

Shelf Life: The Product/Spare parts to be supplied as part of the services must have minimum
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13.

14.

15.

16.

17.

18.

5 years

Shelf Life. On the date of supply, minimum

5 years

usable shelf life should be available / balance.

Generic

The successful bidder has to supply all essential accessories required for the successful installation and
commissioning of the goods supplied. Besides standard accessories as per normal industry practice,
following accessories must be part of supply and cost should be included in bid price:

CO2 insuffalator, Reprocessing unit, Endoscope holding suit, water irrigation pump with foot control, image
capturing accessories

Generic

1. The Seller shall not assign the Contract in whole or part without obtaining the prior written consent of
buyer.

2. The Seller shall not sub-contract the Contract in whole or part to any entity without obtaining the prior
written consent of buyer.

3. The Seller shall, notwithstanding the consent and assignment/sub-contract, remain jointly and severally
liable and responsible to buyer together with the assignee/ sub-contractor, for and in respect of the due
performance of the Contract and the Sellers obligations there under.

Generic

Without prejudice to Buyer’s right to price adjustment by way of discount or any other right or remedy
available to Buyer, Buyer may terminate the Contract or any part thereof by a written notice to the Seller,
if:

i) The Seller fails to comply with any material term of the Contract.

ii) The Seller informs Buyer of its inability to deliver the Material(s) or any part thereof within the
stipulated Delivery Period or such inability otherwise becomes apparent.

iii) The Seller fails to deliver the Material(s) or any part thereof within the stipulated Delivery Period
and/or to replace/rectify any rejected or defective Material(s) promptly.

iv) The Seller becomes bankrupt or goes into liquidation.

v) The Seller makes a general assignment for the benefit of creditors.

vi) A receiver is appointed for any substantial property owned by the Seller.

vii) The Seller has misrepresented to Buyer, acting on which misrepresentation Buyer has placed the
Purchase Order on the Seller.

Scope of Supply

Scope of supply (Bid price to include all cost components) : Supply Installation Testing Commissioning of
Goods and Training of operators and providing Statutory Clearances required (if any)

Turnover

Bidder Turn Over Criteria: The minimum average annual financial turnover of the bidder during the last
three years, ending on 31st March of the previous financial year, should be as indicated in the bid
document. Documentary evidence in the form of certified Audited Balance Sheets of relevant periods or a
certificate from the Chartered Accountant / Cost Accountant indicating the turnover details for the
relevant period shall be uploaded with the bid. In case the date of constitution / incorporation of the
bidder is less than 3 year old, the average turnover in respect of the completed financial years after the
date of constitution shall be taken into account for this criteria.

Turnover

OEM Turn Over Criteria: The minimum average annual financial turnover of the OEM of the offered product
during the last three years, ending on 31st March of the previous financial year, should be as indicated in
the bid document. Documentary evidence in the form of certified Audited Balance Sheets of relevant
periods or a certificate from the Chartered Accountant / Cost Accountant indicating the turnover details for
the relevant period shall be uploaded with the bid. In case the date of constitution / incorporation of the
OEM is less than 3 year old, the average turnover in respect of the completed financial years after the
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19.

20.

21.

22.

23.

24,

25.

26.

27.

date of constitution shall be taken into account for this criteria. In case of bunch bids, the OEM of
CATEGORY RELATED TO primary product having highest bid value should meet this criterion.

OEM

IMPORTED PRODUCTS: In case of imported products, OEM or Authorized Seller of OEM should have a
registered office in India to provide after sales service support in India. The certificate to this effect should
be submitted.

Service & Support

Availability of Service Centres: Bidder/OEM must have a Functional Service Centre in the State of each
Consignee's Location in case of carry-in warranty. (Not applicable in case of goods having on-site
warranty). If service center is not already there at the time of bidding, successful bidder / OEM shall have
to establish one within 30 days of award of contract. Payment shall be released only after submission of
documentary evidence of having Functional Service Centre.

Service & Support

Dedicated /toll Free Telephone No. for Service Support : BIDDER/OEM must have Dedicated/toll Free
Telephone No. for Service Support.

Service & Support

Escalation Matrix For Service Support : Bidder/OEM must provide Escalation Matrix of Telephone Numbers
for Service Support.

Certificates

Bidder's offer is liable to be rejected if they don't upload any of the certificates / documents sought in the
Bid document, ATC and Corrigendum if any.

Certificates
ISO 9001: The bidder or the OEM of the offered products must have ISO 9001 certification.
Certificates

The bidder is required to upload, along with the bid, all relevant certificates such as BIS licence, type test
certificate, approval certificates and other certificates as prescribed in the Product Specification given in
the bid document.

Warranty

Bidder / OEM has to give an undertaking that after expiry of warranty period, it will provide
Comprehensive Maintenance Service for next 5 years for the offered products at the rate not more than 5
% of contract price per annum. Buyer reserves the right to enter into a CMC agreement with the
Successful Bidder / OEM after expiry of the Warranty period at above mentioned rate and the payment for
the CMC charges would be made Annually after rendering of the CMC Services of the relevant CMC period.
Performance Security of the successful bidder shall be forfeited if it fails to accept the CMC contract when
called upon by the buyer. CMC would include cost of

as per GEM T&C

(Upload the undertaking). The original Performance Security of contract will be returned only after
submission and verification of AMC Performance Security for 4% of total CMC value valid up to CMC period
plus 2 months (if there is no other claim).

Warranty

Warranty period of the supplied products shall be 3 years from the date of final acceptance of goods or
after completion of installation, commissioning & testing of goods (if included in the scope of supply), at
consignee location. OEM Warranty certificates must be submitted by Successful Bidder at the time of
delivery of Goods. The seller should guarantee the rectification of goods in case of any break down during
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28.

29.

30.

31.

32.

the guarantee period. Seller should have well established Installation, Commissioning, Training,
Troubleshooting and Maintenance Service group in INDIA for attending the after sales service. Details of
Service Centres near consignee destinations are to be uploaded along with the bid.

Warranty

Over and above the normal Warranty terms as per GeM GTC, the successful bidder / OEM shall have to
provide Comprehensive Warranty during the entire Standard warranty period as per contract. : The
comprehensive warranty shall be covering the following scope

CO2 insuffalator, Reprocessing unit, Endoscope holding suit, water irrigation pump with foot control, image
capturing accessories

(Upload an undertaking with the bid confirming compliance by the bidder if Bidder is taking onus of this
compliance. In case OEM is taking onus of this compliance, OEM undertaking is to be uploaded along with
Bidder undertaking)

Warranty

Successful bidder will have to ensure that adequate number of dedicated technical service personals /
engineers are designated / deployed for attending to the Service Request in a time bound manner and for
ensuring Timely Servicing / rectification of defects during warranty period, as per Service level agreement
indicated in the relevant clause of the bid.

Warranty

Timely Servicing / rectification of defects during warranty period: After having been notified of the defects
/ service requirement during warranty period, Seller has to complete the required Service / Rectification
within 5 days time limit. If the Seller fails to complete service / rectification with defined time limit, a
penalty of 0.5% of Unit Price of the product shall be charged as penalty for each week of delay from the
seller. Seller can deposit the penalty with the Buyer directly else the Buyer shall have a right to recover all
such penalty amount from the Performance Security (PBG).Cumulative Penalty cannot exceed more than
10% of the total contract value after which the Buyer shall have the right to get the service / rectification
done from alternate sources at the risk and cost of the Seller besides forfeiture of PBG. Seller shall be
liable to re-imberse the cost of such service / rectification to the Buyer.

Past Project Experience

Proof for Past Experience and Project Experience clause: For fulfilling the experience criteria any
one of the following documents may be considered as valid proof for meeting the experience criteria:a.
Contract copy along with Invoice(s) with self-certification by the bidder that service/supplies against the
invoices have been executed.b. Execution certificate by client with contract value.c. Any other document
in support of contract execution like Third Party Inspection release note, etc.Proof for Past Experience and
Project Experience clause: For fulfilling the experience criteria any one of the following documents may be
considered as valid proof for meeting the experience criteria:a. Contract copy along with Invoice(s) with
self-certification by the bidder that service/supplies against the invoices have been executed.b. Execution
certificate by client with contract value.c. Any other document in support of contract execution like Third
Party Inspection release note, etc.

Buyer Added Bid Specific ATC

Buyer Added text based ATC clauses
1.The Bidder should quote and supply the latest generation equipment
2. Physical demonstration is mandatory during technical evaluation the bid.

3. There should be an authorized service center in the state of Tamil Nadu/Puducherry or within 300km rad
ius from JIPMER, Puducherry.

4. Price breakup of equipment into its components should be provided

5. GFR 144 (XI) compliance certificate must be provided
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sedawor/Disclaimer

The additional terms and conditions have been incorporated by the Buyer after approval of the Competent
Authority in Buyer Organization, whereby Buyer organization is solely responsible for the impact of these clauses
on the bidding process, its outcome, and consequences thereof including any eccentricity / restriction arising in
the bidding process due to these ATCs and due to modification of technical specifications and / or terms and
conditions governing the bid. If any clause(s) is / are incorporated by the Buyer regarding following, the bid and
resultant contracts shall be treated as null and void and such bids may be cancelled by GeM at any stage of
bidding process without any notice:-

1. Definition of Class | and Class Il suppliers in the bid not in line with the extant Order / Office Memorandum
issued by DPIIT in this regard.

2. Seeking EMD submission from bidder(s), including via Additional Terms & Conditions, in contravention to
exemption provided to such sellers under GeM GTC.

3. Publishing Custom / BOQ bids for items for which regular GeM categories are available without any
Category item bunched with it.

Creating BoQ bid for single item.

Mentioning specific Brand or Make or Model or Manufacturer or Dealer name.

Mandating submission of documents in physical form as a pre-requisite to qualify bidders.
Floating / creation of work contracts as Custom Bids in Services.

Seeking sample with bid or approval of samples during bid evaluation process. (However, in bids for
attached cateqgories, trials are allowed as per approved procurement policy of the buyer nodal Ministries)

9. Mandating foreign / international certifications even in case of existence of Indian Standards without
specifying equivalent Indian Certification / standards.

10. Seeking experience from specific organization / department / institute only or from foreign / export
experience.

© N o v A

11. Creating bid for items from irrelevant categories.
12. Incorporating any clause against the MSME policy and Preference to Make in India Policy.
13. Reference of conditions published on any external site or reference to external documents/clauses.

14. Asking for any Tender fee / Bid Participation fee / Auction fee in case of Bids / Forward Auction, as the
case may be.

15. Buyer added ATC Clauses which are in contravention of clauses defined by buyer in system generated bid
template as indicated above in the Bid Details section, EMD Detail, ePBG Detail and MIl and MSE Purchase
Preference sections of the bid, unless otherwise allowed by GeM GTC.

16. In a category based bid, adding additional items, through buyer added additional scope of work/ additional
terms and conditions/or any other document. If buyer needs more items along with the main item, the
same must be added through bunching category based items or by bunching custom catalogs or
bunching a BoQ with the main category based item, the same must not be done through ATC or Scope of
Work.

Further, if any seller has any objection/grievance against these additional clauses or otherwise on any aspect of
this bid, they can raise their representation against the same by using the Representation window provided in
the bid details field in Seller dashboard after logging in as a seller within 4 days of bid publication on GeM. Buyer
is duty bound to reply to all such representations and would not be allowed to open bids if he fails to reply to
such representations.

Additional Clause For Comprehensive Maintenance Charges

1.CMC shall include preventive maintenance including calibration as per technical/ service /operational manual of
the manufacturer, service charges and spares, after satisfactory completion of Warranty. During the CMC period
commencing from date of the successful completion of warranty period, Service personnel shall visit each
consignee site as recommended in the manufacturer’s technical/ service /operational manual, at least once in six
months or as per user requirement. Cost of consumables shall not be included in CMC.Further there will be 98%
uptime warranty during CMC period on 24 (hrs) X 7 (days) X 365 (days) basis, with penalty, to extend CMC period
by double the downtime period.

2.CMC charges to be indicated as percentage of cost of equipment quoted for each year after the warranty
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period.

3.GST shall be included in the CMC Charges quoted.

4.Cost of CMC will be added for Ranking/Evaluation purpose with depreciation formula.A 10% discounting rate
per year shall be applied on CMC Charges for price evaluation on Net Present Value.

5.The payment of CMC will be made on quarterly basis after satisfactory completion of said period, duly certified
by end user.

6.While creating a bid or RA, buyers shall indicate whether CMC is required against Yes/No” options. If CMC
Charges are included, an option for number of years for CMC required after the warranty period shall be
available.Under this option up to 10 years can be chosen for CMC charges beyond warranty period.

7.In case the bid has a provision for CMC, the warranty of the product will also be deemed to have been
converted into Comprehensive warranty including preventive maintenance and calibration as per technical/
service /operational manual of the manufacturer, service charges and spares, during the Warranty Period also.
Sellers are therefore advised to include the cost of Comprehensive Warranty including spares (excluding
consumables) also in product Cost.

8.The CMC functionality shall be available in bid only and no direct RA shall be applicable.In case of bid to R/A
decrement rules shall be applicable on total price inclusive of CMC charges. Bunching of products shall not be
available while creating bids with CMC charges.

8.1.Buyer shall indicate number of years of warranty by selecting different options available in the field
depending on warranty parameter applicable in category parameters for the equipment. No. of years of
warranty indicated here shall supersede the warranty period indicated elsewhere in bid or product
specifications. The Seller while participating in Bid/RA will get fields to indicate CMC charges as
percentage depending on number of years of CMC selected by Buyer. The following shall be applicable, if
5 year CMC selected:

CMC charges for 1st year after warranty period- Percentage to be indicated- Al

CMC charges for 2nd year after warranty period- Percentage to be indicated- A2

CMC charges for 3rd year after warranty period - Percentage to be indicated- A3

CMC charges for 4th year after warranty period - Percentage to be indicated- A4

CMC charges for 5th year after warranty period - Percentage to be indicated- A5
Similarly, A6 to A10 are to be indicated for 6th to 10th year of CMC if applicable.
8.2.The calculation of CMC Charges shall take into account the number of years of warranty and duration
of CMC as specified while creating bid.
8.3.In the price evaluation, the system shall provide function to calculate the cost of each equipment by
formula indicated below includingCMC and then show the inter-se-ranking of the bidders. The following are
the variables

(i) Number of years for which CMC required.

(ii) Number of years of product warranty
The formula for calculating total cost including CMC charges shall be as under:
Total Cost for evaluation=
C+C*{(A1/100)/(1.10"n)+(A2/100)/(1.10"n+1)+(A3/100)/(1.10"n+2)+(A4/100)/(1.10"n+3)+
(A5/100)/(1.10"n+4)} and so on
C - Cost for equipment quoted and n shall be number of years of product warranty specified.
If 2 year warranty specified, n shall be2 and if 5 year warranty specified, n shall be 5. A1,A2, A3, Ad4&
A5shall depend on how many years CMC selected. For3 yearCMC, only A1,A2 and A3 factors are to be
taken into account and A4 and A5 will not be applicable.
8.4.CMC charges offered for each subsequent year should be same or higher than preceding year.
8.5.The CMC charges shall be offered within range of 3 to 10% of cost of equipment.

9.Since CMC charges are to be paid only later for each year during CMC period,applicable performance
guarantee amount after placement of contract shall be based on the cost of equipment excluding the cost of
CMC Charges.

10.Performance bank guarantee applicable for CMC is to be submitted at start of the CMC and shall be applicable
between 2.5% to 10% as specified in bid on total CMC Charges.The PBG submitted after award of contract shall
be released only after new PBG for the CMC period is submitted and accepted by buyer/consignee after due
verification.Bank guarantee for CMC is to remain valid till completion of CMC period plus one year. The bank
guarantee for CMC shall be submitted to buyer directly. In case, seller fails to submit the PBG or does not provide
services for the CMC contract after expiry of warranty period then PBG of equipment shall be forfeited.

11.In case of splitting of order quantity, equipment cost and CMC charges offered by L1 bidder shall be matched
by higher quoting eligible bidders on one-to-one basis.The equipment cost and CMC charges (year to year) shall
be matched individually.

12.The CMC Contract shall be an offline contract to be handled by buyer.The payment of CMC will be made on
quarterly basis after satisfactory completion of said period, duly certified by end user and scope of CMC will be as
per para 1 above.

13.CMC Charges are inclusive of all the charges for Transportation, Lodging, Boarding, all insurances including
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third party insurance and all other incidental charges. The same shall include GST. The prices also include cost of
spares and damaged parts. Purchaser does not have any liability, whatsoever, over and above the cost of CMC. It
also includes for arranging hand tools & tackles, special tools etc. required to carry out the work.

All GeM Sellers / Service Providers are mandated to ensure compliance with all the applicable laws /
acts / rules including but not limited to all Labour Laws such as The Minimum Wages Act, 1948, The
Payment of Wages Act, 1936, The Payment of Bonus Act, 1965, The Equal Remuneration Act, 1976,
The Payment of Gratuity Act, 1972 etc. Any non-compliance will be treated as breach of contract
and Buyer may take suitable actions as per GeM Contract.

g e A=y |t & 3iaeia off g & /This Bid is also governed by the General Terms and Conditions

SIH B THT AT & TS 26 & T 3 AT & WY HH T AT T arel g7 & O F Wl W ufdey & day &
T & YT H{H T TS I drel o1 & D o =X 50 @A & Tz ¢ & fow a9 o3 gom 59 a8 @3 & aren
qeTA WY & wH Uohgpd allfds & e o AT s &l s8d Fgureld BN gem 3R BIS o ed awon fRT S
T SHP! UIeled o B W HJdY P Aol FHAH el AR B & HHR 30 A Plefell HILars & U B in terms

of GeM GTC clause 26 regarding Restrictions on procurement from a bidder of a country which shares a land border with India, any bidder from a country which shares a
land border with India will be eligible to bid in this tender only if the bidder is registered with the Competent Authority. While participating in bid, Bidder has to undertake

compliance of this and any false declaration and non-compliance of this would be a ground for immediate termination of the contract and further legal action in
accordance with the laws.

---g=are/Thank You---
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